Bacteriologic evaluation of electric clippers for surgical hair removal.
Clipper blade assemblies for electric clippers used repeatedly without sterilization demonstrated high levels of bacterial contaminations that are potential sources of infection. A technique of sterilization of the clipper blade has been reported that eliminates the exogenous bacterial contamination.